Leak Rate Detected Atm cc He/Sec

1.00E+00

1.00E-01

1.00E-02

1.00E-03

1.00E-04

1.00E-05

1.00E-06

1.00E-07

1.00E-08

1.00E-09

1.00E-10

1.00E-11

1.00E-12

GlueX Solenoid Coil #1 Leak Test
January 31, 2008
Turn "Zero" on 14:23:34
LN2 Shield at 15 psig at 14:27:16
Lhe Volume at 15 psig at 15:04:31
Open 5x10-8 Atm cc He/sec Calibrated Leak at 15:14:25
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